A method for side effect analysis based on electric field simulations for intraoperative test stimulation in deep brain stimulation surgery

Daniela Pison, Fabiola Alonso, Karin Wårdell, Ashesh Shah, Jerome Coste, Jean-Jacques Lemaire, Erik Schkommodau, Simone Hemm-Ode

To cite this version:

Daniela Pison, Fabiola Alonso, Karin Wårdell, Ashesh Shah, Jerome Coste, et al.. A method for side effect analysis based on electric field simulations for intraoperative test stimulation in deep brain stimulation surgery. IUPESM World Congress on Medical Physics and Biomedical Engineering, Jun 2015, Toronto, Canada. pp.348, 10.1111/ner.12248. hal-01866525

HAL Id: hal-01866525
https://hal-clermont-univ.archives-ouvertes.fr/hal-01866525
Submitted on 8 Nov 2018

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers. L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
A method for side effect analysis based on electric field simulations for intraoperative test stimulation in deep brain stimulation surgery

Pison D.\textsuperscript{1}, Alonso F.\textsuperscript{2}, Wårdell K.\textsuperscript{2}, Shah A.\textsuperscript{1}, Coste J.\textsuperscript{3}, Lemaire J.-J.\textsuperscript{3}, Schkommodau E.\textsuperscript{1}, Hemm-Ode S.\textsuperscript{1}

1. Institute for Medical and Analytical Technologies, School of Life Sciences, Muttenz, SWITZERLAND;
2. Department of Biomedical Engineering, Linköping University, Linköping, SWEDEN;
3. Image Guided Clinical Neuroscience and Connectomics (EA7282, UdA), Clermont-Ferrand, FRANCE.

Despite an increasing use of deep brain stimulation (DBS) the fundamental mechanisms underlying therapeutic and adverse effects remain largely unknown. The simulations of electric entities are increasingly used to evaluate stimulation effects. To our knowledge, so far no group has considered such simulations combined with a side effect analysis of data obtained during intraoperative test stimulations. The aim of the present paper is to introduce a method allowing patient-specific electric field simulations for stimulation amplitudes inducing side effects during deep brain stimulation surgery.

Two female patients presenting essential tremor, both bilaterally implanted in the ventral intermediate nucleus (VIM) region in the Clermont-Ferrand University Hospital were included in the study. Intraoperative test stimulations were performed on central and posterior trajectories in each hemisphere at 8-9 positions per trajectory. At each position in addition to the evaluation of the therapeutic effects, side effects such as pyramidal symptoms and paresthesia without localization indicator or paresthesia with localization indicated by the patient (in the hand or in the fingers) were noted. The anatomical structures such as VIM and its neighbors were preoperatively manually outlined using the iPlan software (Brainlab, Feldkirchen, Germany) according to spontaneous MRI contrasts \[1\]. The so identified structures were exported via a specifically designed interface (VVLink, Brainlab, Feldkirchen, Germany). Whenever side effects occurred the inducing stimulation amplitude was chosen for electric field simulations. A finite element method \[2\] was applied to calculate the electric field distribution. Conductivity values were deduced from the patient's T1 weighted MRI. An isofieldlevel of 0.2V/mm was chosen and the points of the isosurface were exported. They were visualized together with the extracted anatomical structures and the trajectories. The different structures present inside the volume defined by the isofield level and their appearance were determined. Combinations of structures always appearing together for a specific side effect were identified.

For both patients, 8 electric field simulations were successfully performed. A first analysis showed that pyramidal effects appear when parts of the ventrooral nucleus (VO) and the VIM were present inside the isosurface. The ventrocaudal lateral nucleus (VCL), the ventrocaudal medial nucleus (VCM) and the VIM were among the identified structures in hand paresthesia (VCL, VIM), finger paresthesia (VCL, VCM, VIM) and paresthesia with location not formally identified by the patient (VCM, VIM).
The application of our method to two patients has shown its feasibility. Our results are consistent with anatomical knowledge that stimulation of VCL and VCM induce paraesthesia in the body and the face respectively. Nevertheless, more patient data have to be analysed to draw any conclusions on the regions responsible for inducing the side effects. The present method will allow an optimised data exploration than by taking into account only the anatomical position of the center of the measurement electrode.

References
